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A retained urethral catheter is a rare iatrogenic complication of which few cases have been reported in
the literature. In this study, we describe a case of a forgotten urethral Foley catheter causing ure-
thracutaneous ﬁstula on scrotum. An 80-year-old man was referred for a small pus-draining cutaneous
opening on the lower part of the scrotum. The distal segment of a broken Foley catheter was found, and it
was located from urinary bladder to bulbous urethra with its tip penetrating the urethral mucosa. This
catheter was removed using ﬂexible cystoscopic forceps, and urethracutaneous ﬁstula was well resolved
with conservative therapy.
 2014 The Authors. Published by Elsevier Inc. Open access under CC BY-NC-ND license.Introduction
Urinary catheterization is a useful medical practice used to
drain urine from the urinary bladder in many medical conditions.
However, it can cause some problems especially when it is
indwelled for a long time. Complications of long-term indwelling
catheters are not uncommon, such as urinary tract infections,
pericatheter leakage, balloon nondeﬂation, encrustation by min-
eral salts, and stone formation.1 However, complications associ-
ated with a forgotten segment of a broken urethral catheter have
rarely been reported, and only 2 case reports are found in the
literature.2,3 In this study, we introduce a unique case of ure-
thracutaneous ﬁstula on low scrotum caused by a forgotten and
amputated urethral catheter, which was safely removed with a
ﬂexible cystoscope.: þ82-31-780-5323.
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An 80-year-old man was referred for a small pus-draining
cutaneous opening on the lower part of the scrotum. The pa-
tients presented with intermittent gross painful hematuria, partial
urinary retention, and dysuria. The past history showed that the
patients had received urethral catheterization because of voiding
difﬁculty 5 years before visiting our clinic. The walnut-sized mass
was palpated hard in the middle of the scrotum, and pus was
drained through a 2-mm-sized opening on the scrotum.
He had been treated with intravenous antibiotics and ﬂuid for
16 days, but there was no interval improvement. Under the
impression of any ﬁstula from urethra, a retrograde urethrography
(RGU) was done. When performing the RGU, we encountered a
catheter shadow in the bladder and the urethra (Fig. 1). Distal tip
of the catheter was lying outside of the urethral course, heading
down toward the scrotum. But there was no evidence of contrast
leak on RGU.
The cystoscopy was performed to conﬁrm the catheter in the
urethra (Fig. 2) and possibly to remove the catheter without open
surgery. There was a Foley catheter stuck outside of the bulbous
urethra. With the aid of foreign body forceps, the catheter, which
was about 18F in size, could be barely grabbed and pushed back
toward proximal urethra tomake the buried tip of the catheter free.D license.
Figure 1. Retrograde urethrography shows a retained broken catheter stuck deep
under the bulbous urethra.
Figure 3. The tip of the broken catheter was grabbed ﬁrmly with endoscopic forceps
and extracted out of the urethra.
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course (Fig. 3). The removed catheter was a broken one with its
balloon deﬂated, but there was no remaining piece of catheter
within the urinary bladder.
After removal of the retained catheter, the patients received
further treatment with intravenous ﬂuid and antibiotics for another
3 days. The patient was discharged home with a new urethral
catheter and oral antibiotics. A week later, the ﬁstula opening was
closed spontaneously. Onemonth later, RGU showed no leakage outFigure 2. Urethroscopic ﬁndings: a Foley catheter with its tip penetrating the bulbous
urethra at 6-o’clock direction.of urethral lumen, and the scrotum returned to a normal condition
without any ﬁstulous opening or mass.Discussion
A neglected or lost urethral catheter can result in some com-
plications requiring surgical procedures. Bendana et al3 showed a
case of a straight catheter lost in the urethra and forgotten for 20
years and its safe surgical removal. In their report, the urethral
catheter with stone formation was removed through a perineal
urethrotomy and incision at the meatus and fossa navicularis. In
contrast to the previous report, there was no signiﬁcant catheter
encrustation in our case; therefore, we could remove the retained
catheter via natural urethra with cystourethroscopy. However, it
was reported that up to 50% of patients undergoing long-term
catheterization would experience catheter encrustation, which
stemmed from the infection of urease producing bacteria.1,4
Therefore, a neglected or lost catheter has a high probability to
accompany stone formation, and surgical procedures are usually
needed to remove the catheter with encrustation.
The insertion of foreign objects into the male urethra is an
interesting and anecdotal event for most urologists. There is a wide
variety of objects reported in the literature, and their unimaginable
character makes the diagnosis and treatment as a challenge for any
physician.5 However, a neglected or lost catheter in bladder and
urethra is very rare because it might result from physician’s
mistake. An amputated and completely intracorporeal catheter is
not shown at gross appearance so that there is a high possibility to
neglect and misdiagnose. Long-term neglected catheter may result
in many complications and may require surgical procedures;
therefore, physicians who involve managing urinary catheters
should not ignore the possible existence of remnant segment after
accidental removal of the urethral catheter.Conclusion
We encountered a very rare case of an amputated and forgotten
urethral Foley catheter in urinary bladder and urethra, which
resulted in urethracutaneous ﬁstula, with its proximal tip pene-
trating the urethral mucosa. We successfully removed that catheter
with a ﬂexible cystoscope. Physicians who handle the urethral
catheter should be aware of complications associated with
neglected urethral catheters.
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